Severe endothelial cell loss with anterior chamber phakic intraocular lenses.
We report the case of a highly myopic patient who developed severe bilateral endothelial cell loss following implantation of 2 angle-supported anterior chamber pIOL models, the Acrysof Cachet and the GBR (currently off the market). No author has a financial or proprietary interest in any material or method mentioned.